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Some of the most common and fatal birth defects are those related to the heart. In adults, 
possible heart conditions are often identified through the use of an electrocardiogram 
(ECG). However, due to the presence of other signals and noise in the recording, fetal 
electrocardiography has not yet proven effective in diagnosing these defects. This paper 
develops a mathematical model of three-dimensional heart vector trajectories, which was 
used to generate synthetic maternal and fetal ECG signals. The dipole model is a useful 
simplification in which the electrical activity of the heart is viewed as a single time-varying 
vector originating at the center of the body. A system of ordinary differential equations whose 
numerical solution approximates this cardiac dipole vector was used. To simulate the cardiac 
activity of both mother and fetus, two sets of these equations must be implemented. When 
implementing this model, various physiological factors must be accounted for. After realistic 
maternal and fetal dipole vectors have been simulated, they are projected onto random unit 
vectors representing the lead axes of the fECG. Noise is then added to the signal. Using this 
model a database of realistic, synthetic fECG signals with different parameter values and 
noise levels has been built. Currently algorithms to extract the fetal signal from the fECG are 
tested on a database of clinical recordings. Our synthetic database will allow for algorithms 
to be tested on a broader set of data.
Introduction 
The electrocardiogram (ECG) is a test that monitors the electrical activity of the heart. 
This electrical activity is a series of waves that propagate through the heart causing it to contract 
and relax. The ECG records these waves as potential differences on the surface of the skin. Each 
successive cycle on the ECG represents atrial and ventricular depolarization/repolarization. A 
W\SLFDOF\FOHFRQWDLQVÀYHGLVWLQFWSHDNVDQGWURXJKVFDOOHGWKH3456DQG7ZDYHV
%LUWKGHIHFWVRFFXU LQDERXWRQHRXWRIHYHU\ LQIDQWVHYHU\\HDU=DU]RVR
Monitoring of the fetal heart using electrocardiography (fECG) could be helpful in early 
detection of birth defects. fECG’s are recorded by placing electrodes on the abdomen of the 
mother. The data obtained from the fECG contains useful information about the health and 
condition of the fetus. However, except during birth, fetal cardiac activity cannot be monitored 
HIIHFWLYHO\ 6DPHQL  7KH IHWDO FDUGLDF VLJQDO LV FRQWDPLQDWHG E\ QRLVH IURP VRXUFHV
such as fetal movements, maternal uterus contractions, and changes in the conductivity of the 
ELRORJLFDOPHGLDVXUURXQGLQJWKHIHWXV6DPHQL
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Moreover, the fetal cardiac signal is much weaker than that of an adult and can be easily 
dominated by noise. These factors, as well as the much stronger maternal signal, make obtaining 
XVHIXOLQIRUPDWLRQDERXWWKHIHWXVIURPWKHI(&*DYHU\GLIÀFXOWWDVN
The challenges in separating out the desired fetal signal from the rest of the fECG have 
encouraged the development of new extraction algorithms. Early approaches include coherent 
DYHUDJLQJ PDWFKHG ÀOWHULQJ DXWRFURVVFRUUHODWLRQ EDVHG PRGHOV DGDSWLYH ÀOWHULQJ DQG
VHTXHQFHGDGDSWLYHÀOWHULQJ=DU]RVR7KHVHPHWKRGVKDYHEHHQODUJHO\XQVXFFHVVIXO
Therefore, the development of new extraction algorithms has become an area of interest for 
researchers.
This paper implements and extends the mathematical model found in Sameni et al. to 
generate a database of synthetic fECG signals. Previous papers have developed a single-channel 
PRGHOWKDWVLPXODWHVW\SLFDO(&*PRUSKRORJ\0F6KDUU\,QWKLVPRGHOHDFKKHDUWEHDW
is aligned along a unit circle. Additional work has generated a three-dimensional for the ECG 
6DPHQL 7KLVPRGHO DFFRXQWV IRU D YDULHW\ RI SK\VLRORJLFDO IDFWRUVZKLFK FDQ YDU\
widely. These factors include baseline wander, heart rate variability, and respiratory frequency. 
7KHVLQJOHGLSROHPRGHOLVDXVHIXOVLPSOLÀFDWLRQIRUPDWKHPDWLFDOO\PRGHOLQJWKHSURSDJDWLRQ
RIHOHFWULFLW\WKURXJKWKHKHDUW7KLVVLPSOLÀFDWLRQDOORZVWKHERG\WREHYLHZHGDVDYHFWRU
space with the fECG as a sum of the projections of the maternal and fetal dipole vectors onto 
the lead axes. 
Methods
The single dipole model of the heart represents cardiac electrical activity as a single, 
time-varying vector. The origin of this vector is the center of the heart and the end of the 
vector sweeps through the torso in a quasi-periodic path. The ECG signals recorded from the 
skin surface are linear projections of this dipole vector onto the directions of the recording 
electrode axes. Starting with a Mathematica (Version 9.0.1.0) notebook that implemented the 
single dipole model found in McSharry et al., a multi-channel dipole model containing both 
maternal and fetal cardiac signals based on Sameni et al. has been implemented and developed.
General Model
The three-dimensional dynamic model for the dipole vectors of both mother and fetus 
found in Sameni et al. was implemented in a Mathematica notebook. This initial model with 
correction for upward drift, as inspired by McSharry et al., is given by
79Volume 5, Number 1
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These equations model the dipole vector from a single source and were implemented 
VHSDUDWHO\ WR UHÁHFWERWKPDWHUQDODQGIHWDOFDUGLDFVLJQDOVq  describes the position of the 
dipole vector along a unit circle, and x , y , and z  are the voltage of the heart vector in each 
direction. The three coordinates of the cardiac vector ( x , y , and z ) are each modeled by a 
VXPPDWLRQRI*DXVVLDQIXQFWLRQVZLWKDPSOLWXGHVƠa i
x Ơa i
y DQGƠa i
zZLGWKVRIbix , biy , and biz
DQGORFDWHGDWWKHURWDWLRQDODQJOHVRIƧqi
x Ƨqi
y DQGƧqi
z . Distinct sets of maternal and fetal 
parameters were obtained from Sameni et al. In this equation
DQGƷ ZKHUH f  is the beat-to-beat heart rate. 
1XPHULFDO VROXWLRQV WR WKH SUHYLRXV HTXDWLRQ ZHUH JHQHUDWHG XVLQJ WKH ´1'6ROYHµ
IXQFWLRQLQ0DWKHPDWLFDZLWKDQH[SOLFLWIRXUWKRUGHU5XQJH.XWWDPHWKRG7KHVHQXPHULFDO
solutions simulate the propagation of electricity through the heart over time, and can be 
visualized using three-dimensional parametric plots. In order to relate this model to realistic 
multi-channel ECG recordings, the dipole vectors needed to be projected onto the body surface 
and realistic noise needed to be incorporated. Therefore, the vectors of solutions for both 
maternal and fetal signals were projected onto a random unit vector representing the vector 
between two abdominal electrodes. These values were then summed with a noise signal to 
simulate data collection through one channel. 
In this equation R  is a random unit vector, sm (t) and sf (t) are the three components 
of the dipole model for the maternal and fetal cardiac vectors, respectively, and N(t) is the 
noise in each ECG channel at time t .
Heart Vector Projections
$VLQJOHUDQGRPWKUHHGLPHQVLRQDOXQLWYHFWRUZDVJHQHUDWHGXVLQJWKH´5DQGRP5HDOµ
function in Mathematica. Maternal and fetal cardiac vectors were projected onto this random 
unit vector to simulate a single channel ECG recording. The randomness of this vector is 
assumed to account for variations in signal propagation in the body volume conductor, electrode 
placement, and possible rotation and scaling. To better mimic clinical use, the cardiac vectors 
were then projected onto four separate, randomly generated unit vectors to simulate data 
collection through four channels. 
f
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Baseline Wander
Next, new terms in the equations to model baseline wander were incorporated. Baseline 
wander occurs in ECG recordings as a result of changing electrode placement due to breathing. 
The resulting model is given by 
Baseline wander is represented by the last term, in which c  is the weight on the baseline 
wander function, and r  represents the frequency of the baseline wander. This model for baseline 
wander was inspired by McSharry et al. 
Noise
Both white noise and power line noise were then implemented in the model and added 
to the projections separately, following equation,
in which W (t)  is the white noise and P(t) is power line noise.
White noise was generated as a random, interpolating, continuous function with a mean 
value of zero to simulate random background noise associated with data collection. Power line 
noise was simulated by adding a 60 Hz sinusoidal curve to the vector projections, so that 
ZKHUH Ƥe0  is the weight of the power line noise. This noise represents the standard 
frequency for electrical interference.
Heart Rate Variability
$OWKRXJKWKHRULJLQDOPRGHOGHÀQHGE\Ʒ ZKHUH f  is the constant beat-to-beat 
heart rate, a more realistic ECG model would account for variations in heart rate. McSharry et 
al. outlines a method for producing a model with aperiodic activity based on a bimodal power 
distribution (Figure 1).
f
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Figure 1: Power spectrum of RR intervals for one example adult ECG; figure adopted from McSharry et al.
This model inspired the following equation used to establish quasi-periodicity in the 
system of equations:
,QWKLVHTXDWLRQƷ0 LVWKHRULJLQDOFRQVWDQWKHDUWUDWHDQGƤ
 
e1DQGƤ
 
e  are parameters 
weighting the low and high frequency contribution to aperiodicity respectively. The parameters 
 
f1 and 
 
f  represent the periodicity of these low and high frequencies. The result is a model 
WKDWSHUWXUEVDQLQLWLDOO\FRQVWDQWYDOXHRIƷZLWKVPDOOYDULDWLRQVWKDWUHPDLQERXQGHGRYHU
WLPH7KHVHWZRVLQHZDYHVDFFRXQWIRUWKHLQÁXHQFHRIORZIUHTXHQF\0D\HUZDYHVDQGKLJK
IUHTXHQF\UHVSLUDWRU\VLQXVDUUK\WKPLD56$ZDYHV%DURÁH[UHJXODWLRQLQWKHEORRGSUHVVXUH
signal creates the Mayer waves, while RSA waves are the oscillations in the RR tachogram due 
to the respiratory cycle. 
This initial implementation of heart rate variability was expanded to more closely model 
the approximately normal distribution of the power spectrum for Mayer and RSA waves. This 
PHWKRGDSSUR[LPDWHVWKHLQÁXHQFHRIHDFKZDYHDVDVXPRIÀYHVLQXVRLGDOFXUYHV
D is a uniform step size sampling the wave at various point including the peak.
Results and Discussion
The results include graphs of the maternal and fetal dipole vectors and their components. 
In addition, the projections of these dipole vectors onto the randomly generated lead axes (unit 
vectors) were graphed and sample points of these graphs were exported to a table. Due to the 
randomization of various parameters (lead axes, maternal and fetal heart rates, noise, etc.) each 
run of the code produced slightly different results. However, they were generally consistent 
both with each other and with what was expected.
 
f
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  Maternal      Fetal
Figure 2: Heart Vector Trajectories
$VVHHQLQ)LJXUHWKHGLSROHYHFWRUVDUHTXDVLSHULRGLFZKLFKLVFRQVLVWHQWZLWKWKH
vast majority of human cardiac cycles. 
Figure 3: Maternal Synthetic ECG Components
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Figure 4: Fetal Synthetic ECG Components
)LJXUHV  DQG  LOOXVWUDWH WKH GLIIHUHQFHV EHWZHHQ WKH LQGLYLGXDO FRPSRQHQWV RI WKH
maternal and fetal dipole vectors. The parameters corresponding to heart rate of mother and 
fetus were selected such that the fetal heart rate is higher than the maternal heart rate. This can 
EHVHHQLQWKHIUHTXHQF\RIWKHSHDNVLQ)LJXUHVDQG$GGLWLRQDOO\SDUDPHWHUVZHUHVHOHFWHG
such that the strength of the fetal components is approximately an order of magnitude smaller 
than the strength of the maternal components. These results agree with clinical data.
   Synthetic   Clinical (Castillo 2013)
Figure 5: Comparison between a synthetic fetal ECG record (left) and a fetal ECG record collected in clinics.
Figure 5 shows a comparison of the synthetic fECG signal generated by our model and 
the clinical fECG recording. As can been seen, our synthetic fECG has similar morphology and 
features to the clinical recording.  This code has been run numerous times to generate a database 
of synthetic fECG’s. Many of the parameters were pseudo-randomly generated over realistic 
ranges. This randomization allows simulation of a multitude of different clinical settings. This 
database will allow for testing of various signal extraction algorithms.
Conclusions
A realistic model of a multi-channel fECG was developed. This model relied on the 
assumption that electrical activity in the heart behaves as a dipole. The electrical activity of the 
hearts of both mother and fetus was simulated by the numerical solution of three differential 
equations each. This resulted in two functions whose inputs were time and whose outputs were 
WKUHHGLPHQVLRQDOYROWDJHYHFWRUV$SHULRGLFDFWLYLW\ZDVLQWURGXFHGE\DOORZLQJWKHƷWHUP
in each equation to vary with time. This multi-dimensional equation was then projected onto 
several unit vectors representing the different channels of the ECG. Finally, two different types 
of noise, white noise and 60 Hz sinusoidal noises were added to the projections. The code was 
used to generate a database for signal processing algorithm testing.  This will allow for the 
testing of signal processing algorithms in the absence of real clinical data.
Future work in this area largely consists of validating the model. Modeling baseline 
wander could be improved. In the current model, baseline wander assumes a constant respiratory 
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frequency. Future models may use a variable respiratory frequency and a more realistic, time-
varying weighting factor. Additionally, noise was simulated with 60 Hz sinusoidal function 
representing power line interference along with a random, interpolating function for white noise. 
7KHUHODWLYHLQÁXHQFHRIHDFKRIWKHVHW\SHVRIQRLVHRQWKHI(&*VLJQDOQHHGVIXUWKHUVWXG\
White noise simulation now accounts for all noise unrelated to the power grid. Identifying and 
modeling other possible noise patterns may lead to more realistic synthetic noise. Spectrum 
analysis could be performed on the synthetic fECG and compared to a realistic power spectrum 
of the Mayer and RSA waves. This would verify realistic quasi-periodicity in the model. 
Parameters corresponding to the various physiological conditions of both mother and fetus 
could be implemented with more realistic values.  Furthermore, generating a user interface in 
which one could easily manipulate various parameters is an area of interest. This interface could 
EHXVHGDVDQHGXFDWLRQDOWRROWRVWXG\WKHLQÁXHQFHVRIGLIIHUHQWQRLVHDUWLIDFWVDQGSDUDPHWHUV
Finally, the principle use of the database is to allow for more effective testing of de-noising 
algorithms, channel reductions, fetal signal extractions, etc. 
85Volume 5, Number 1
 Fetal Electrocardiograms 85 
References
&DVWLOOR(0RUDOHV'3*DUFtD$0DUWtQH]0DUWt)3DUULOOD/DQG3DOPD$-1RLVH
6XSSUHVVLRQLQ(&*6LJQDOVWKURXJK(IÀFLHQW2QH6WHS:DYHOHW3URFHVVLQJ7HFKQLTXHV
Journal of Applied Mathematics$UWLFOH,'
&OLIIRUG*'$]XDMH)DQG0FVKDUU\37KH3K\VLRORJLFDO%DVLVRIWKH(OHFWURFDUGLRJUDP
Advanced Methods and Tools for ECG Data Analysis. Boston, MA: Artech House. 
0F6KDUU\3(&OLIIRUG*'7DUDVVHQNR/DQG6PLWK/$$'\QDPLFDO0RGHOIRU
Generating Synthetic Electrocardiogram Signals. IEEE Transactions on Biomedical 
Engineering
6DPHQL5&OLIIRUG*'-XWWHQ&DQG6KDPVROODKL0%0XOWL&KDQQHO(&*DQG1RLVH
Modeling: Application to Maternal and Fetal ECG Signals. EURASIP Journal on 
Advances in Signal Processing 2007
=DU]RVR9DQG1DQGL$.1RQLQYDVLYH)HWDO(OHFWURFDUGLRJUDP([WUDFWLRQ%OLQG
Separation Versus Adaptive Noise Cancellation. IEEE Transactions on Biomedical 
Engineering
